Background: Component design is one of the contributory factors affecting the postoperative flexion angle. The purpose of this study was to compare short-term outcomes of flat surface and medial pivot designs in posterior cruciate-retaining (CR) total knee arthroplasty (TKA). Methods: A retrospective, case-control, and observational cohort study consisted of matched-pairs of the flat surface design (Hi-Tech Knee II) and the medial pivot design (FINE Knee) in CR-TKA with a two-year follow-up period. Results: Hi-Tech Knee II and FINE knee groups each included 7 males and 38 females. Surgical time was significantly shorter in the FINE Knee group than in the Hi-Tech Knee II group (104.8 min versus 154.9 min, p = 0.001). Estimated total blood loss was significantly lower in the FINE Knee group than in the Hi-Tech Knee II group (654 ml versus 1158 ml, p = 0.001). The postoperative flexion angle was significantly better in the FINE Knee group than in the Hi-Tech Knee II group (119.3 degrees versus 112.5 degrees), and was positively correlated with the preoperative flexion angle. Postoperative Knee Society scores were significantly better in the FINE Knee group than in the Hi-Tech Knee II group (93.0 points versus 85.0 points, p = 0.001), especially for postoperative pain relief (46.0 points versus 39.0 points out of 50, p = 0.001). Complications were not observed in either group over a two-year follow-up period.
Background
Total knee arthroplasty (TKA) is associated with pain relief and improvement in activities of daily living. The decisions regarding whether the posterior cruciate ligament (PCL) should be replaced or retained and whether the prosthesis should be fixed using cement or not are made at the surgeon's discretion. Studies of cruciate-retaining (CR) TKA without cement fixation of the prosthesis in patients with rheumatoid arthritis (RA) indicated prosthesis survival rates of over 90% after 10 years [1] .
Hi-Tech Knee II CR-type cementless TKA (Teijin Nakashima Medical, Okayama, Japan) was developed in 1994 at Chiba University in Japan [2] and has been used for 1918 cases at 73 hospitals until 2016. This prosthesis was designed for the Japanese knee, with 6 fins at the anterior of the femoral component with the same radii in the sagittal plane, with aspect ratios (anteroposterior/mediolateral) of 0.86, PCL retention, flat-on-flat surface component geometry with 5 degrees of posterior tilt, all-polyethylene patella fixed without cement, strong initial fixation by the center screw of the tibial base plate, 10 layers of titanium alloy fiber mesh, and direct compression molded ultra-high molecular weight polyethylene (UHMWPE) [3] . The mid-term (5-12 year) results of Hi-Tech Knee II CR-type cementless TKA in 31 RA patients were satisfactory [4] .
The FINE knee (Teijin Nakashima Medical, Okayama, Japan) was subsequently developed by Professor Suguro in 2001 [5] . Up to 2016, the FINE knee has been one of the most popular implants in Japan, used in 14,266 cases at 293 hospitals. The FINE knee was designed based on morphological study of Japanese normal knees to allow deeper flexion matching the Japanese lifestyle. The FINE knee has a design concept to guide tibial internal movements by medial pivot motion. The femoral component was designed to reproduce the physiologic joint line at an oblique angle of 3 degrees on the posterior condyle by osteotomy in parallel with the surgical epicondylar axis. The articular surface of the tibial medial condyle was designed to show high conformity with the femoral component and thereby enhance tibial internal rotation and secure stability during the early phase of flexion. The articular surface of the tibial lateral condyle was designed flat to allow femoral rollback, thereby allowing tibial internal rotation by medial pivot motion.
The purpose of this study was to compare short-term clinical outcomes of these two different implants with the flat surface design and the medial pivot design in CR TKA.
Methods
The protocol for this retrospective, case-control, and observational cohort study was approved by the institutional review board. Written informed consent was obtained from all patients before surgery.
From January 2005 to December 2014, a matched-pair study was conducted for TKA. Two types of implants were compared the Hi-Tech Knee II and the FINE Knee. Inclusion criteria were a diagnosis of osteoarthritis or rheumatoid arthritis, primary TKA without previous knee surgery, CR-type component, and a minimum follow-up period of two years. Cementless fixation was applied in the Hi-Tech Knee II group and cemented fixation was used in the FINE Knee group. Osteotomy of the femur and the tibia were performed with an intramedullary guide and the proximal tibia was cut perpendicular to the axis of the tibial shaft. A posterior slope of 5 degrees was built in the tibial plates of both groups. Pairs were matched by gender and age categories (younger than 60 years, 60-64, 65-69, 70-74, 75-79, and older than 80 years 2 ), surgical approach, Knee Society score (KSS) [6] , range of motion (ROM), femoro-tibial angle (FTA), joint line, and posterior condylar offset. Perioperative factors were recorded such as surgical time time and estimated total blood loss by following Gross's formula [7] ; Estimated total blood loss = estimated blood volume × (preoperative hemoglobin concentration [Hb] -postoperative day-one Hb)/(preoperative Hb + postoperative day-one Hb) × 2 + autologous blood transfusion + allogeneic blood transfusion. Estimated blood volume was calculated by 70 × body weight in men and 65 × body weight in women. Two years postoperatively, KSS, ROM, FTA, level of joint line, posterior condylar offset, α angle, β angle, γ angle, δ angle [8] , and complications were compared between the Hi-Tech Knee II and FINE Knee groups.
Statistical analysis
The Fisher's exact probability test was calculated for differences of gender, diagnosis, and surgical approach. The Wilcoxon signed rank test was calculated for age, height, weight, BMI, KSS, ROM, and X-ray measurements with 95% confidence interval [CI] . Inter-observer and intra-observer reliability of X-ray measurements was calculated with intraclass correlation coefficients (ICC) and measurement error by minimal detectable change with Bland-Altman plot. Simple regression analysis was calculated for some correlations followed by step-wise multiple regression analysis. A p value less than 0.05 was considered significant (JMP Pro 12.0, SAS, North Carolina).
Results
Hi-tech Knee II for 383 cases and FINE knee group for only 49 cases were registered. Firstly, 4 cases of FINE knee were excluded because posterior stabilizing type of knee prosthesis was applied. The remaining 45 FINE knee cases were matched to the historical cohort of Hi-tech Knee II group by gender and age categories. Patients were similar in age, BMI, and preoperative ROM in the Hi-Tech Knee II and FINE Knee groups, although height and weight were greater in the Hi-Tech Knee II group (Table 1) . This study involved three consultant surgeons; A performed 53 operations, B performed 20 operations, and C performed 17 operations. All the surgeons preferred PCL retaining TKA. The mid-vastus approach was used more frequently in the FINE Knee group than in the Hi-Tech Knee II group (91% versus 64%, p = 0.005). .720) in δ angle. Therefore, α angle was substantial to perfect, β angle was moderate to perfect, γ angle was moderate to substantial, and δ angle was moderate to substantial. The measurement errors were 3.5 degrees in α angle, 2.9 degrees in β angle, 3.7 degrees in γ angle, and 3.9 degrees in δ angle. Postoperative X-ray findings showed that postoperative FTA was closer to normal both in the Hi-Tech Knee II and FINE Knee groups (174. Complications were not observed in either group at a two-year follow-up (Additional file 1).
Discussion
The two-year clinical outcome was better with the medial pivot design (FINE knee) than with the flat surface design (Hi-Tech Knee II) following CR-TKA, resulting in a 6.8 degree greater ROM. The ideal TKA would guarantee restoration of ROM. At present, 125 degrees may be enough to satisfy the patients because the much more deep flexion may lead to implant failure due to the impingement or subluxation (Fig. 4) . Component design contributes to the postoperative flexion angle. Kaneyama et al. [2] performed three-dimensional kinematic analysis of the flat surface design with CR-TKA (Hi-Tech Knee II) and reported that the lateral contact point moved only slightly, but the medial contact point showed both roll-back and anterior sliding movements, with lateral pivot motions. The ten-year follow-up of the Hi-Tech Knee II shows an average flexion angle of 113.3 degrees in the medial pivot motion and 108.8 degrees in the lateral pivot motion without loosening or polyethylene wear [9] . Stiehl et al. [10] reported paradoxical movement, condylar lift-odd, and erratic screw home motion as risk factors related to abnormal wear characteristics when using a flat surface design for CR-TKA. On the other hand, rotation of the healthy knee occurs around an axis medial to the midline, and the lateral femoral condyle moves posteriorly an average of 22 mm on knee flexion to 120 degrees [11] . Magnetic resonance studies showed medial pivot motion in healthy knees and emphasized the importance of medial pivot motion in deep flexion [12] . The FINE Knee has a medially-constrained conformation to induce medial pivot motion with a postoperative flexion angle of 130.6 degrees [5] . The FINE Knee was designed to allow tibial internal rotation of 25 degrees to approximately 30 degrees, and to allow high conformity of the inside and rollback of the outside. Furthermore, the largerα angle might help the medial pivot motion and the smaller δ angle might lead the roll-back movement in the FINE knee group. We conclude that the medial pivot characteristics allow deeper flexion than the flat surface design. Soft tissue balance plays a role in stabilizing the knee, and the choice of CR-or PS-TKA might affect the postoperative flexion angle [13] . CR-TKA can reproduce tibial rotation during flexion-extension more physiologically. The PCL kept the knee stable against distal traction force in flexion, and sacrifice of this ligament caused joint laxity [14] . Moreover, the slackness of the lateral collateral ligament makes the medial pivot motion possible [15] .
The preoperative flexion angle is known to be the principal predictive factor of the postoperative angle [16] . In the current study, the postoperative ROM was better in patients with greater preoperative ROM. Other contributory factors affecting the postoperative flexion angle include both patient factors (age, comorbidity, gender, and BMI) [16, 17] , and surgically modifiable factors (surgical approach, level of the joint line, tibial slope, and posterior condylar offset) [13, 17] . To equalize the patient factors, this study matched pairs by gender and age. The surgical approach did not affect postoperative flexion angle, but surgical time using the mid-vastus approach was 21 min faster than for the parapatellar approach. X-ray findings of the joint line, α angle, and δ angle were significantly different between the FINE Knee and the Hi-Tech Knee II group, although they were not predictive of the postoperative flexion angle.
The fixation method (cementless or cemented TKA) is still controversial [18] . In the Japanese registry, 83% of TKAs were cemented and 11% were cementless in 2017 [19] . Kim et al. [20] observed bone ingrowth at the surface of the titanium fiber mesh of 50.8% at 3 weeks and 62.7% at 8 weeks. Hydroxyapatite powder enhanced osteointegration to the titanium fiber [21] . Fricka et al. [22] reported equivalent survivorship at two-years in a prospective, randomized study comparing cemented versus cementless TKA. In our study, the cementless Hi-Tech Knee II group did not have any complications or revisions, but showed more estimated total blood loss than the cemented FINE knee group.
There are several limitations to this study. First, this was a short-term comparative study and long-term outcomes are unclear. However, Tamai et al. [9] reported that after 10 years, the KSS was 85.8 points in the medial pivot group and 82.9 points in the lateral pivot group when using the Hi-Tech Knee II. Yamanaka et al. [4] reported that prosthetic survival was 96.9% at 12 years postoperatively in RA patients. Long-term results of the FINE knee have not been reported. Second, because of the study's retrospective nature, patient characteristics were heterogeneous, even though gender and age were matched. It is true that a comparative study should combine factors (disease category, surgeon, possible measurement error, pre-operative range of motion, and tilt) to match the pairs. However, it was too strict for small sample size to match the complete characteristics. Third, this study involved three consultant surgeons and permitted the surgeon's preference. Multiple regression analysis was used to try to control confounding factors. Forth, measurement error should be taken into account. Unfortunately, the measurement error for range of motion could not be provided because of the retrospective nature in this study. As for X-ray measurement, inter-observer and intra-observer reliability was acceptable, because Brazier et al. showed radiographic measurement of the tibial psterior slope with measurement error of error of 3 degrees or more in 39.3% [23] .
Conclusion
The two-year results of the medial pivot design for CR TKA was more favorable than the flat surface design, especially for surgical time, estimated total blood loss, postoperative flexion angle, and knee pain.
